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» Monitoring measurable residual disease (MRD) is 37 AML Patients

important for guiding treatment decisions in acute myeloid
leukemia (AML) Exclude

No treatment : 2

=
o
b

Myeloblast (PB)
LAIP+ Myeloblast(PB)

[
o
&
=
(=]
&

=
o
4

Overall Survival

» Current MRD testing depends on bone marrow sampling, 35 AML Patients ey N e .
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which is invasive and not suitable for frequent monitoring. O e LAIP+ Hyeloblast (BM)

Exclude Figure 2. Correlation between PB and BM myeloblast (A) and LAIP* myeloblast
. . . . | Without pri data: 13; i
> Peripheral blood (PB) offers a less invasive option, but " brimary refractory :6 frequencies (B). o P=0.007 p=0.018
detection sensitivity has been limited. A Disgnoss MIRD monitoring : 200 400 600 .
16 CR/CRI
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> The MiSelect R AML MRD LAIP Assay uses automated e Follow-up (Days)
rare-cell enrichment and imaging to detect LAIP-positive e ————— °
myeloblasts in PB with analytical sensitivity down to 5 x samples analyzed
1077, prOViding a sensitive and standardized approaCh for Figure 1. Study flow and sample overview
non-invasive MRD monitoring.
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Table 1. Characteristics of the 37 patients with AML

. MRD monitoring R}
AI MS Age (range) Y (34-89) Diagnosis Re|apsedDifd
Sex (Male/Female) 21/16 1_E_o3io e

_ _ Newly Diagnosed AML No. (%) 29 (78.3) 1.E-04
» To evaluate the analytical performance of the MiSelect R AML WBC, 10° (range) 9.94 (0.51-185.5)
MRD LAIP Assay. platelets, 10" (range) 57 (5-227)

o o Hemoglobin, (range) 7.9 (4.6-10.9)
» To assess the feasibility of PB-based MRD monitoring in AML BM blasts, % (range) 62.5 (15-95)
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p =0.045 p =0.079
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> To compare PB MRD with BM MRD and explore its CR/CRI 16 Figure 3. Longitudinal MRD monitoring using PB samples. (A) Patient achieving Figure 4. Prognostic impact of PB MRD status. PB MRD at last follow-up < 107° was significantly associated with longer PFS

o _ o primary refractory 6 CR and maintaining PB MRD negativity, with no relapse or death during follow- (A) and OS (B). Using a stricter threshold of PB MRD at last follow-up < 107%, MRD negativity still predicted improved PFS (C)
association with clinical outcomes. Without BM Data 13 up. (B) Patient with persistent MRD positivity, later relapsed and died and a trend toward better OS (D).
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> Analytical validation: e L 1 . . . 1. Li Y. Y, Hung T . MiSelect R . the validation of
nn.n.. i’E infusion » The MiSelect R AML MRD LAIP Assay provides highly . Lin CC, Yang CY, Hung TC, et al. MiSelect R System: the validation of a new

| il o _ _ _ detection system of CTCs and their correlation with prognosis in non-metastatic
T Sep B sensitive and standardized MRD detection using PB. CRC patients. Sci Rep. 2023;13(1):4773. Published 2023 Mar 23.
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detection (LoD), lower limit of quantification (LLoQ), precision, and

Contrived PB samples were spiked with AML samples to test limit of @
reproducibility.

Clinical cohort: Automation [Iilil o » PB MRD levels correlate well with BM MRD, supporting . Zhao M, Schiro PG, Kuo JS, et al. An automated high-throughput counting

37 AML patients were enrolled: after exclusions. 16 patients achievin PB as a reliable and less invasive alternative for method for screening circulating tumor cells in peripheral blood. Anal Chem.
P ' 2P 5 Cell imaging s~ Target cell ongitudinal monitoring. 2013:85(4):2465-2471. doi:10.1021/ac400193b

CR/CRi were analyzed (see Figure 1) PB Sample aoquistion S | Enrichment Huang YJ, Tseng JY, Kuo MC, Wang YC, Shih HJ, Tung YC, Shih LY
A total of 147 PB and 77 BM samples were collected at diagnosis, post- , ot e > PB MRD negativity is associated with prolonged Evaluation of MiSelect R system: A comparison with flow cytometry and/or RT-

induction, and follow-up. = aaly progression-free and overall survival, across different cut- qPCR assays for measurable residual disease monitoring in acute myeloid
MRD analysis: Coll | P Staining of Size-based offs ’ leukemia [abstract]. Presented at: ISLH 2025 Annual Meeting; 2025 May 7-9;
ell Image o [ o

ase o iched cell purification o[ - ' Halifax, Canada.
Enriched CD117°CD347CD45 dim/— myeloblasts were analyzed for pased | : SrTEnER e : ‘
leukemia-associated immunophenotypes (LAIP), including CD7*, CD19", » Serial PB MRD monitoring effectively reflects disease

CD56", HLA-DR™, CD15%, NG2*, and CD38" markers. Metric Result kinetics and may allow earlier relapse detection.

» Statistics: Limit of Blank (LoB) 2.88 x 1077
> - , Limit of Detection (Lob) 448 x 107 » These findings support the clinical feasibility and CONTACT INFORMATION
B vs. BM MRD correlation evaluated by Pearson’s r. Lower Limit of Quantification (LLoQ) 50107

prognostic value of PB-based MRD assessment in AML.

Progression-free survival (PFS) and overall survival (OS) analyzed using Precision (Repeatability & Intra-assay 6.15 -10.88%, Inter-assay 0-16.05%,
Kaplan—Meier and log-rank tests. Reproducibility) Inter-operator 5.31-11.13%

Dr. Chia-Jden Liu; chiajenliu@gmail.com




	投影片 1

